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Fixed reservoir helium permeation leaks are frequently used to generate known flows for calibration
of leak detectors. Determination of the flow from helium permeation leaks becomes difficult in the
Tow flow range (10712 mol/s, 2X1078 std. cc/s 273.15 K, and below) which is of high interest to
industrial and government users. It has been shown that the flow of a helium permeation leak varies
linearly with the helium concentration within the leak reservoir. This relationship was established
over a flow range from 107" to 107 mol/s for a particular variable reservoir leak artifact by
measuring the flow generated when the reservoir concentration was varied over a range from
4.6X107" to 4X107% mol/# Using this relationship, flows in the 10™2-107" molis region were
calculated from measured helium concentrations in the leak artifact reservoir and then compared
-with the NIST primary leak standard, The results showed agreement, to within experimental error
between the two techniques for generating low flows. This technique of generating known low flows
by varying the helium concentration in the reservoirs of previously characterized helium permeation
leak .artifacts hag the potential of significantly extending low flow measurements beyond current

capabilities.

I. INTRODUCTION

Measurement of leak rates is important for a variety of
industries which use leak detection as a method of nonde-
structive testing to assure product reliability and perfor-
mance. In particular, measurement .of extremely small flows
is of high importance to, but not limited to the nuclear,
vacunm research, and military communities. Measurement of
flows below 107'2 mol/s is extremely difficult with many
measurement techniques, .such as the pressure rate of rise
method, due to the high level of background gases and the
prohibitive amount of time required to accumulate an ad-
equate amount of gas for the pressure measurement. Other
hybrid methods, such as the accumulate—dump technique,’
work well at these low flows but result in large uncertainties
in the flow measurement; up to 20% when measuring flows
below 10712 mol/s. Constant pressure flowmeters, such as
those used at NIST? for calibrations of leak standards, can
be used to measure flows below 1072 mol/s using flow di-
vision. However, this requires the incorporation of additional
uncertainties that are difficult to quantify. Variable reservoir
helium permeation leaks can be used to generate low tlows
(1072 mol/s and below) by varying their helium reservoir
concentration if the relationship between the helium reser-
voir concentration and corresponding helium flow is known.

While there are many _te_chniques2 for measuring or gen-
erating low flows, each has its limitations and verification of
the predicted systematic uncertainties is difficult. Compari-
son of two techniques -of generating low flows which rely on
different physical processes enables one to evaluate the lim-
its of the uncertainties of the two techniques. This article
describes the use of a constant pressure flowmeter to estab-
lish the relationships between the concentrations and flows
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of two variable reservoir leaks (VRLs) over the leak rate
range from 3X107! to 1X107'2 mol/s. By extrapolating the
relationship to lower leak rates, the VRLs are then used to
generate flows in the range of 107*~107"* mol/s which are
compared with a constant pressure flowmeter using a flow
division technique.

Il. DESCRIPTION OF APPARATUS

The primary leak standard® that has been developed at
NIST and used in this comparison with the variable reservoir
leaks (VRLs) is shown in Fig. 1. The primary leak standard
is divided into three major components; the vacuum cham-
ber, the leak manifold, and the flowmeter. The bellows flow-
meter, used for all of the results presented here, is described
in detail in the literature.>~> The vacuum chamber is com-

posed of an upper and lower chamber which are separated by

a 1 em diam orifice. A 2500 #/s turbo molecular pump is
utilized to achieve a high vacuum. The vacuum system is
composed of stainless steel components connected with all-
metal seals. Three mass spectrometers and three ionization
gages are connected 1o the upper chamber for partial and
total pressure measurements. One ionization gauge is at-
tached to the lower chamber. The flow may be directed from
the flowmeter or leak manifold into either the upper or lower
chambers.

Determination of the flow from a helium leak is accom-
plished by the following procedure. The leak is placed on the
leak manifold and the system is evacuated. Gas emitted from
the unknown leak is directed into the upper vacuum cham-
ber, flows through the orifice, and is then evacuated by the
pump. After the gas flow and the upper and lower chamber
pressures reach equilibrium, the upper chamber helium par-
tial pressure is ' measured using a mass spectrometer tuned to
helium. The leak is then isolated from the vacuum chamber,
the flowmeter is pressurized with helium, and the flow is
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FG. 1. Schematic diagram of NIST Primary Leak Standard (Ref. 3).

adjusted such that, upon stabilization, the upper -chamber he-
lium partial pressure is nominally the same as the partial
pressure recorded while the leak was connected to the
vacuum chamber. The flow rate is then measured using the
constant pressure flowmeter.>#

The uncertainties of the flowmeter below 1X107'2 mol/s

" increase® to 10% or more. To measure leak rates lower than
1X10712 mol/s with uncertainties ranging from 5% to 8%, a
flow division technique can be employed. The flow division
technique, for a constant orifice conductance and pumping
speed, requires that the ratio of the flows directed alternately
into the upper and lower chambers needed to establish a
given upper chamber pressure is independent of the chamber
pressures.

This ratio, referred to as the flow ratio Ry, , is measured
using relatively high flow rates into both chambers, where
the uncertainty associated with the flowmeter is low, and
then assumed constant (to within a few percent) when used at
lower flow rates. The measured flow ratio for helium has a
20 random ‘uncertainty of 1.0% and a systematic uncertainty
of 0.8%. The average upper to lower flow ratio for helium
has a value of 0.015 02 which has a 20 standard deviation of
the mean of 0.3%. To measure leak rates using the flow
division technique, the flow from the flowmeter is directed
into the lower chamber of the vacuum system and is adjusted
so that the equilibrium upper chamber pressure is matched to
the upper chamber pressure measured when the leak was
valved into the upper chamber. The flow of the leak can be
determined as follows:

Ny=N_ Ry, 0]
where Ny is the flow of the leak into the upper chamber,
N is the flow of the flowmeter into the lower chamber, and
Ry is the upper to lower flow ratio. This technique assumes
that the pumping speed of the turbomelecular pump and
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Ry, are independent of pressure at low partial pressures.
This assumption seems reasonable but has not been experi-
mentally verified for pressures below 1678 Pa,

lil. PROPERITES OF VARIABLE RESERVOIR
PERMEATION LEAKS

The flow of helinm from permeation leaks is due to the
diffusion of helium across the glass element caused by the
concentration gradient within the glass, The concentration
gradient across the glass element in a helium permeation leak
is dependent on the concentration of helium at the surface of
the glass element. The concentration C, of the adsorbed he-
Tium is in turn dependent upon the solubility of the helium in
the glass of interest and is given by

C,=SC,, @

where C,, the concentration of helium at the surface of the
leak element, is a function of S, the Oswalt solubility,7 and
C,, the helium concentration of the gas swrrounding the
glass element (reservoir concentration), The steady state he-
lium permeation through the glass element is given by Fick's
first law,% Eq. 3. Assuming that the helium concentration on
the vacmm. side of the leak element is zero and that the
concentration difference AC is given by SC,, one has

flow=D(SC,)A", 3)

where A’ is g functivn of the area, thickuess, and geoelry
of the leak element. For diffusion through a flat plate
A’ =(surface area/plate thickness). The Oswalt solubility is
independent of temperature -and concentration for values
over the range of this study’ and is assumed to be constant
for a given leak element. The diffusivity D is a function of
the physical properties of the glass and the temperature and
has been shown to be constant for moderate changes in he-
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lium concentration including the range of concentrations in
this study.” Changes in the helium reservoir temperature at a
constant reservoir concentration result in changes in flow
which attain equilibrium values within one hour. Changes in
the helium reservoir concentration require longer times, typi-
cally between 3 and 14 days, to reach equilibrium flow.

In sumnmary, leak rates from variable reservoir helium per-
meation leaks are expected to be a function of the helium
reservoir concentration and temperature which is expressed

by

Jeak rate=A(T)C,, @
where
A(T)=DSA".

The geometrie constant A’ js hard to estimate and published
values of the solubilities and diffusivities of helium in spe-
cific glasses can vary widely,’ but A(7) can be determined
by measuring the flow of the variable reservoir permeation
leak at various helium reservoir congentrations and tempera-
tures. This relationship can then be used to calculate known
_ flows for other concentrations. While extrapolation of this
relationship to higher reservoir concentrations may produce
significant deviations due to possible changes in the element
diffusivity, it is expected that extrapolation to lower concen-
tration values {more dilute solutions) would be accurately
predicted by Eq. (4). This assumes that the permeant (he-
lium) acts as-a dilute solute in a glass solvent and that Fick’s
first law of permeation js valid.

IV. CHARACTERIZATION OF VRLs

The relationship between the helium reservoir concentra-
tion and the equilibrium leak rate has been established for
two VRLs by comparing the flows generated by the VRLs
with those generated by the flowmeter as explained in the
following section. The leaks were constructed using com-

mercially available tubular pyrex (7740) glass leak elements -

which were then enclosed in a stainless steel reservoir with
all-metal seals. VRL NBSILA40Q has an element thickness of
approximately 0.5 mm while VRL NBSLA3 has a thickness
of 1 mm. Characterization of the VRLs was accomplished in
the following manner. The leak was connected to the leak
manifold and the leak reservoir was evacuated with a rough-
ing pump. The reservoir was filled to a predetermined pres-
sure with 99.99% pure helium. The reservoir pressure and
temperature were allowed to stabilize, after which the pres-
sure (P) was measured with either a quartz-bourdon-tube
type gauge or a capacitance diaphragm gauge. The tempera-
ture (T) was also recorded for determination of the reservoir
helium concentration (C) which is given as the number of
moles (n) per unit volume (V). Typical reservoir pressures
were 1 kPa to 2 MPa, from which the helium reservoir con-
centrations ‘were calculated using the ideal gas law (in com-
patible units).

C,=(n/V)=PI(RT). ®)

The valve to the leak reservoir was then closed to prevent
changes in the reservoir concentration which could occur due
to subsequent temperature fluctuations. The VRL was al-

J. Vac. Sci. Technol. A, Vol. 12, No. 2, Mar/Apr 1994

5 T T T
4t N
st 1
2} -
Xt i ]
C ¢ $ [ | |
< 0 g s
] $
T -1 b J
7] i .
@® -2} ° J
@ .
-3F o N
-4} E
.
-5 - s e =
10-14 1013 10-12 10-11
Flow (mol/s)

Fi16. 2. Residuals of a linear fit of the flow of VRL NBSLA40 to the reservoir
helium concentration. The intercept of the fit is constrained to be zero.

lowed to stabilize and was monitored periodically by a mass
spectrometer to determine when equilibrium flow had been
established. The time for flow equilibration to within 99.9%
after a step change in pressure was 6 days for NBSL40 and
14 days for NBSL43 which roughly correspond to the ex-
pected relative cquilibration times for the given clement
thicknesses based upon the time dependent diffusion equa-
tion The flowmeter was used .as discussed earlier to deter-
mine the flow of the VRLs at various reservoir coencentra-
tions varying from 1X1073 to 1X107! mol/#

V. RESULTS

Data for the flow dependence on reservoir concentration
as given by Eq. (4) were analyzed using a least squares tech-
nique weighted with the inverse reservoir concentration
where the helium reseryoir concentration C, is expressed in
mol//and A(T), for a constant temperature, is expressed
in Z/s. The reservoir concentrations were determined with
uncertainties no larger than 0.1%. Fitting of the data for
NBSLAQ for reservoir pressures ranging from 1 kPa to 2
MPa gave the coefficient A(23 °C)=4.2596X10"1" /s with
a 2¢ standard deviation of 0.07%. Figure 2 shows the residu-
als (difference of the measured flow from the predicted
value) of the fit of the flow. Flows larger than 1X107'2 mol/s
were obtained using the direct flow method while flows be-
low 1X107'? mol/s were obtained using the flow division

technique. Data points above {X107'* mol/s were used in

determining the coefficients of the fit and the intercept of the
fit was forced through zero representing zero expected flow
at zero helium reservoir concentration. Alowing the inter-
cept to float would result in additional errors when used to
extrapolate to lower concentrations. Figure 3 shows the re-
siduals (difference of the measured flow from the predicted
value) of a fit to data taken previously® on VRL NBSLAO,
denoted data set 1, as well as the presently reported data,
data set 2. Data set 1 was taken one ‘year prior to data set 2
and after recalibration .of ‘the flowmeter instrumentation.
Separate regressions on data sets 1 and 2 reveal a systematic
increase in A(T) of 2.0% from set 1 to set 2. A small per-
centage, approximately 0.4% out of the 2.0%, of this change
can be attributed to changes in the bellows flowmeter due to
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Fic. 3. Residuals of the data for data sets 1 and 2 of a linear fit of the flow
of VRL NBSLAO to the reservoir -helium concentration for data set 1. The
intercept of the fit is constrained to be zero.

recalibration of its pressure transducers. The data points be-
low 1X107"? mols in Figs. 2 and 3 were taken using the
flow division technique. The residuals of the fit for these low
data points are well within the expected uncertainties. As the
flow decreases below 107'3 mol/s, noise associated ‘with
measuring the partial pressure-of helium in the upper cham-
bet of the vacuum system increases the randomness of the
data. The average flow, cven at the lowest extreme, is con-
sistent with the expected leak rate to within experimental
ITOT,

The analysis of the data for NBSLA43 resulted in A(23 °C)
=1.8230x10"" ZIs with a 20 standard deviation of 0.05%.
This coefficient is based upon measured flows between
2%107* and 3x107!! mol/s, which corresponded to reser-
voir pressures between 20 kPa and 2 MPa, with an expected
intercept of zero. The residuals (difference of the measured
flow from the predicted value) of this fit are shown in Fig. 4
where the data points below 1072 mol/s were measured us-
ing e Qow division technique. The residuals of the fit arc
well within the uncertainties associated with the measure-
ment and show no detectable systematic trends. It was ex-
pected that erhanced diffusion at high pressures (larger than
1 MPa), which has been observed by 2 number of
researchers’ for several types of glass diffusion elements
may cause nonlinearities in the data. This phenomenon was
not detected in this study.

VL. CONCLUSIONS

Two variable reservoir leaks (VRLs) were found to have
flows that varied proportionally to their respective helium
resecvoir concentrations .over three decades of helium reser-
voir concentrations corresponding to reservoir fill pressure of

~ T P Nl ~LXIT AITIQT AN 0

i kPa iv 2 MFa. The Luug icrm amuun_y OL ¥ i ANV a8
determined over two consecutive years was determined to be
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FIG. 4. Residuals of a linear fit of the flow of VRL NBSLA3 to the reservoir
helium concentration. The intercept of the fit is constrained to be zero.

+2% of the characterized slope. Some of the changes in the
slope could be attributed to changes in the bellows flowmeter
due to recalibration of its pressure sensors.

Comparison of the flows measured using the flow division
technique with the values of the YRLs predicted from diffu-
sion theory showed very good agreement. The data showed
that although the randomness of the leak rate determination
resulted in random deviations from expected values as high
as 4.5% at lcak ratcs -of 23<107 1% mol/s, the average values
deviated by no more than 1 % for leak rates over the range
from 2X107* to 8X107'> mol/s tested using the flow divi-
sion technique. Limitations on using this technique to mea-
sure lower flows than those in this study are imposed by the
lower flow limit of the flowmeter of 1X107'2 mol/s. This
study revealed no systematic deviations in the comparison
between the constant pressure flowmeter and the VRLs
which indicates that both the flowmeter and the VRLs are
adequately deseribed with the current models.

The generation of known flows with previously-
characterized VRLs is lumited ouly by the ability to measure
the helium concentration ‘within the reservoir. As such, this
technique has the potential of extending the ability to gener-
ate known low flows significantly beyond current capabili-
tes.
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